
 تقديم

جهة مستقلة الغرض الأساسي لها هو القيام بتنظيم ومراقبة الغذاء والدواء والأجهزة  العامة للغذاء والدواء الهيئة
واء دوالمنتجات الطبية والتشخيصية، ومن مهامها وضع اللوائح الفنية والمواصفات في مجالات الغذاء وال

د قام قطاع صة، وقكانت مستوردة أو مصنعة محليا  بواسطة لجان فنية متخص سواء   والأجهزة والمنتجات الطبية
" فريق عمل  " (SFDA/MDS/TC 121) رقم الفريقبالهيئة ضمن برنامج عمل  الأجهزة والمنتجات الطبية

أسطوانات الغاز الطبي " (ISO 32:1977) مالدولية رقبتبني المواصـــــــــفة  " مواصفات أجهزة التخدير والتنفس
الأصلية.  غتهاوذلك بل "للتقييس الدولية ةمنظمالوالتي أصدرتها "، "علامات تمييز المحتوى –للاستخدام الطبي 

 جلس الإدارةمبلغتها الأصلية وذلك في اجتماع  تعديلوقد اعتمدت هذه المواصفة كمواصفة سعودية متبناة بال
 (.م 20هـ( الموافق )../../.. 14والذي عقد بتاريخ ) ../../..  (  رقم )

 .ملحق التعديلاتالتعديلات مشار إليها في  -
 

Foreword 

Saudi Food and Drug Authority (SFDA) is an independent organization with main 

purpose of regulating and monitoring of foods, drugs and medical devices. One of 

SFDA functions is to issue national Standards /Technical Regulation in the fields 

of foods, drugs and medical devices, whether imported or manufactured locally, 

through specialized technical committees (TCs).SFDA medical devices sector 

through the work program of technical committee (SFDA/MDS/TC 121) 

“Anaesthetic and respiratory equipment” has adopted the International Standard 

No.(ISO 32:1977) "Gas cylinders for medical use -- Marking for identification of 

content", issued by “ International Organization for Standardization” in its original 

language. This standard is adopted with modifications in its original language and 

has been approved as national standard by SFDA board of directors in its meeting 

No (   ) Held on (/ / AH), agreed with (/ / G). 

- The modifications are mentioned in the Modifications Annex. 



Scope 

 
This International Standard establishes a system of marking and a series of 

colours for the identification of the content of gas cylinders intended for 

medical use only. 

In the case of gas mixtures, the cylinder shall bear the appropriate colours for 

the gases comprising the mixture, such colours to be visible from the valve 

end. 
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To clarify 
medical Gas  

cylinder color 
coding  

Add Annex (A) 
Medical Gas cylinder 

color coding  
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